Introduction
Ultrasound refers to any oscillating sound pressure wave with a frequency greater than the upper limit of human auditory capacities (~ 20 kHz) 1 . Low frequency ultrasound in the 20-60 kHz range has been utilized in the laboratory as a means of generating emulsions, preparing cellular samples for nucleic acid extraction, for tissue disruption, and for a variety of other tests. The utility of low frequency ultrasound has also been extended to the industrial setting for welding, cleaning various materials, and in materials processing. Commercially available ultrasound generators come in frequencies ranging from 18-60 kHz, and full-scale wattages from 100-1,200 W.
Although ultrasound has long been used in the clinical setting for diagnostic imaging, it has been applied as a therapeutic modality only recently. Ultrasound ≥1 MHz is capable of safely disrupting urinary calculi (kidney stones) and biliary calculi (stones in the gallbladder or in the liver) in patients to reduce symptoms 2, 3 . This approach known as extracorporeal shockwave lithotripsy (ESWL) is now widely applied in the clinic (more than one million patients are treated annually with ESWL in the United States alone 4 ), and offers a modality by which to non-invasively break up calculi with minimal collateral damage through the use of externally applied, focused, high intensity acoustic pulses [2] [3] [4] . Due to the unique direct shearing forces, as well as cavitation bubbles generated by high intensity ultrasound, these methodologies have been examined in cancer therapy for the treatment of castration-resistant prostate carcinoma and pancreatic adenocarcinoma in an approach known as high intensity focused ultrasound (HIFU) [5] [6] [7] [8] . In a manner very similar to ESWL, HIFU uses multiple ultrasound beams and focuses them on a selected focal area to generate temperatures of 60 °C or higher through the use of acoustic energy, inducing coagulative necrosis in the targeted tissue 5 . Although other modalities of thermal ablation currently exist (radiofrequency ablation and microwave ablation), HIFU offers a distinct advantage over these methods in that it is the only non-invasive hyperthermic modality 5 . HIFU has attained mixed results in the clinic and is currently only available in clinical trials [8] [9] [10] [11] . Nevertheless, the limited success it has achieved, and the very promising in vivo data acquired from preclinical mammalian models have demonstrated the potential of ultrasound in cancer therapy.
In an effort to improve HIFU, researchers have attempted to combine ultrasound with appropriate antineoplastic agents to generate a form of sonochemotherapy. Sonodynamic therapy (SDT) is a promising novel treatment modality that has demonstrated impressive antineoplastic activity in both in vitro and in vivo studies 1 . It has been shown that ultrasound preferentially damages malignant cells based on the size differential between such cells and those of normal histology 1, 5 . SDT incorporates specialized agents known as sonosensitizers to increase the extent of preferential damage exerted by ultrasound against neoplastic cells. While therapeutic applications of SDT have been previously examined, ultrasonic systems used typically employ higher frequency ultrasound (≥1 MHz), and the effects of low kHz frequency ultrasound has yet to be fully explored. Lower frequencies of ultrasound are often more proficient at producing inertial cavitation, a phenomenon that results in the destruction of cells due to the rapid collapsing of microbubbles, inducing physicochemical damage .
We have previously shown that U937 human monocytic leukemia cells are sensitive to low frequency ultrasound (23.5 kHz), and that this sensitivity can be markedly increased through the application of antineoplastic agents that perturb the cytoskeleton 15 . Further, we have demonstrated that cells are preferentially damaged based on size, with larger cells exhibiting higher ultrasonic sensitivity. In addition, normal human hematopoietic stem cells (hHSCs) and leukocytes at comparable cell sizes are much more resistant to sonication than their neoplastic counterparts 15 , tentatively suggesting that low frequency ultrasound may be used to preferentially damage malignant cells in the presence of normal tissue.
To further examine the unique properties of low frequency ultrasound for potential therapeutic use, we have developed cleaning and stabilization procedures to increase the efficacy and reliability of one of our current sonication systems, the Branson Model SLPe 150 W, 40 kHz Cell Disrupter, equipped with a 20 mm horn fitted into a 7.62 cm cup. In addition, we have been able to determine accurate sample cavitation energies, as well as consistent waveforms and amplitude within the 40 kHz range using a cavitation meter and oscilloscope with hydrophone. By refining and systematizing our protocols, we have been able to establish consistency in our experimental sonications, allowing us to quantitatively compare the sonic sensitivities of neoplastic and normal cells of different histogenetic lineages. Our protocol for the 40 kHz system is presented in extensive detail in order for interested laboratories to be capable of performing comparable experiments, and to evaluate our findings of the antineoplastic effects elicited by low frequency ultrasound. In addition, we examine the dose dependent effects of methyl-β-cyclodextrin (MeβCD; Figure 1 ), a cholesterol-depleting agent, on increasing the ultrasonic sensitivity of U937 and THP1 human monocytic leukemia cells.
Protocol

Cleaning Cell Sonifier System
1. Clean the union between the horn and converter using chloroform and a swab of cotton. Apply a light oil or mineral oil to the threads of the horn and converter to further remove buildup of metal shavings, rust, or oxidation. 2. Use chloroform to remove the oil and any other contaminants from the union after wiping the threads with oil. . Fit the tightened converter and horn back into the cup, and mount the horn and converter to a ring stand in an upright position. Reattach the converter to the power supply before setting the system for experimental pulse dosing. 2. Set the system for pulse dosing using 1 sec of sonication with 1 sec between pulses. Different dosing models may be used for other experimental conditions. Many variables, such as water volume and horn diameter would potentially require changes to this dosing. Using the aforementioned cell sample types, volume, and concentration, empirical data and observation have led to the formulation of this dosing regimen. 3. Adjust the system to the desired amplitude. In this protocol, use 33% and 50% amplitude to prevent complete cell destruction, which would render the efficacy of sonosensitizers difficult or impossible to gauge. NOTE: In this study the amplitudes are compared.
Reassembling the Cell Sonifier and Setting up the System
Assessing System Intensity and Function
1. Hold the cavitation meter at 1.5 cm, which is the level of the sample sonication. Note the readings to assess that the system is running at an expected intensity. Using the current system and water levels, expect between 100-110 W/cm 2 for 33% amplitude and 115-125 W/cm 2 for 50% amplitude. Note the cavitation meter readings from the meter display which represents cavitation energy in W/cm 2 directly. Take these readings at the surface of the water, and ensure no bubbles are present at the face of the meters probe. NOTE: It is important to note that these procedures are done without the cap for access above the horn. They need not be repeated after every sonication. Rather, they should be performed only after cleaning, reassembling, and setting up the system. 2. Place the hydrophone in a sample vial containing 12.5 ml of water in order to fully immerse the hydrophone sensor. Suspend the hydrophone using the ring stand. 3. Attach the hydrophone to the input of the oscilloscope in order to assess waveform characteristics. Examine the oscilloscope for a clear sine wave, as aberrant waves can alter the frequency of the system from the specifications of the manufacturer. Both the cavitation meter and oscilloscope give a frequency reading, but only the oscilloscope will show aberrant waves that are indicative of a faulty system or improper assembly.
Preparation of Cells and Medium
1. Prepare the medium by using 240 ml Iscove's Modified Dubecco's Medium (IMDM) and 50 ml fetal bovine serum. Do not thaw fetal bovine serum in a hot water bath, as rapid increases in temperature can lead to a compromise in serum stability. Combine 240 µl gentamicin 50 mg/ ml and 5 ml penicillin/ streptomycin 100x in a standard culture flask, and add to the medium. Store the medium at 4 °C. 2. Seed U937 cells at ~4 x 10 4 cells/ml in a 25 cm 2 flask using the prepared medium. Assess cells for concentration and viability using a TC20 cell counter and trypan blue exclusion by placing 15-20 µl of cells and 15-20 µl trypan blue into a micro-centrifuge tube and mixing the contents. Pipette15-20 µl of this mixture into a TC20 sampling slide, and initiate counts by placing the slide into the TC20 cell counter. 3. Incubate cells at 37 °C and 5% CO 2 , and check for cell viability using trypan blue exclusion and the TC20 cell counter. When the cells are at an appropriate concentration and/or have been treated with sonosensitizers for an appropriate time frame, transfer 3 ml of cells from the culture flask to a 20 ml glass scintillation vial. In this protocol, grow U937 cells for 48 hr, and then treat with 0.5, 1, or 5 mM MeβCD for 30 min to sufficiently deplete the cholesterol of cells prior to sonication.
Cell Sonication
1. Degas deionized, distilled water using a vacuum and Buchner flask. Transfer the water to the cup horn, and fill to a level of 15 mm above the top of the horn. The sonication process causes further degassing of the water for a period of a few minutes, and can lead to inconsistencies over the course of the experiment if the system is not run prior to sample sonication. Therefore, run the system for ~7 min prior to sample sonication. 2. Attach the scintillation vial containing the cells to the holding device. Then, attach the holding device to the top of the cup horn and set to an elevation of 15 mm from the top of the horn (at the water surface using the sliding mechanism). 3. The cells are typically sonicated using three 1 sec pulses of ultrasound, with 1 sec spacing in between each of these pulses. For this protocol, sonicate cells at 33% and 50% amplitude using the abovementioned pulse dosing.
Assessing Cells for Damage Post-sonication
1. Assess the suspended cells for damage and viability using trypan blue and the TC20 cell counter. In addition, analyze the sample using a Z2 counter. For Z2 counter analysis, pipette a 100 µl cell suspension into 20 ml isotonic saline (200:1 ratio). Prior to analysis, flush the aperture of the Z2 particle analyzer at least twice using isotonic saline. Place the Z2 sample in the counter holder, and raise the platform to the aperture before initiating counts. 2. Acquire the data from the TC20 and Z2 counters using software provided by the manufacturer. Analyze these data for cell damage, viability, and the creation of cellular debris from sonication.
XTT Assay to Determine Cell Viability and Mitochondrial Activity of Treated U937 and THP1 Cells
1. Prior to the XTT assays, grow U937 and THP1 cells under the same conditions. Pretreat cells with the same concentration range of MeβCD for 30 min prior to sonication. Use the same ultrasound parameters as before except that cells are now sonicated using a range of 1-3 one sec pulses spaced one sec apart to develop a range of damage for the XTT kit to assess. Note: Many of these steps are taken directly from the XTT kit manual and are only repeated for the convenience of interested laboratories. following the incubation period to evenly distribute the orange color in the positive wells. Measure the absorbance of the assay wells containing the cells and the blank background control wells at a wavelength between 450-500 nm wavelength using a microtiter plate reader. 5. Either zero the microtiter plate reader using the blank control wells or subtract their average value from the specific results. Measure the absorbance of all the assay wells again at a wavelength between 630-690 nm and subtract the values from the 450-500 nm values obtained. Note: This second absorbance determination helps eliminate non-specific readings from the assay results. The XTT assay was repeated four times for both cell lines.
Representative Results
System stability is paramount in obtaining repeatable and reliable results. The proper torque specification of 54.23 N . m achieved proper coupling of the transducer and sonotrode 2 , with the consistency of the waveform being assessed through the use of an oscilloscope and hydrophone ( Figure 3A) . Figure 3B depicts measurements inside the sample vial, and Figure 3C assesses stability within the cup horn. As expected, the amplitude was slightly reduced due to some energy being absorbed by the glass. However, the waveform was not perturbed or distorted in either panel B or C, which is necessary for reliable delivery of sonic energy to the sample. A waveform that does not appear as a clear singular sine wave indicates a faulty transducer or improper setup. This is expressed in Figure 3D which shows multiple aberrant waves, a clear absence of a sine wave, and a frequency reading not expected with a properly functioning system. The cavitation meter used to measure the cavitation energy generated (Figure 4) found the sound intensity to be 100-110 W/cm 2 at 33% amplitude, and 125-130 W/cm 2 at 50% amplitude.
As previously mentioned, the low frequency system may act to further degas the water throughout the experiment if not run for several minutes prior to sample sonication. This initial run must be performed to yield a relatively degassed sonication medium and thus consistent results during experiments. In addition, cells should not be sonicated at or near the maximum amplitude when assessing the efficacy of sonosensitizers, as the true extent of sensitization would be difficult to assess. Using 33% amplitude on the 40 kHz system is an ideal setting, as it produces notable damage, but provides sonosensitizers ample room to demonstrate their efficacy, as demonstrated with MeβCD against U937 and THP1 cells (Figure 7) . These data also confirm that MeβCD sensitizes multiple leukemia lines to low frequency ultrasound in a dose dependent manner.
There have been a number of experiments done with higher frequency in the range of 0.75 MHz to 8 MHz showing evidence of intramembrane cavitation bubbles being generated through sonication [17] [18] [19] . However, questions still remain in regards to the exact mechanism of ultrasoundinduced cell lysis 18 . We have shown a link between fluidizing the cytoskeleton and increased sonic sensitivity using low frequency ultrasound 15 , a phenomenon demonstrated by other laboratories 20, 21 . In addition, we have found that microfilament-disrupting agents such as cytochalasin B potentiate ultrasonic sensitivity in multiple leukemia lines, but not hHSCs or leukocytes 22 , suggesting that inhibition of actin polymerization may be a sonosensitizing mechanism of particular interest. We have also observed that vincristine, a microtubule-disrupting agent that inhibits tubulin polymerization 23, 24 , markedly increases the ultrasonic sensitivity of different leukemia types in vitro including acute myeloid leukemia, chronic myeloid leukemia, and acute lymphoid leukemia. By contrast, cytoskeletal-directed agents that stabilize cytoskeletal components (paclitaxel and jasplakinolide) appear to make cells resistant to sonication, reflected by lower rates of cell lysis 22 . Taken together, these data support the hypothesis that fluidizing the cytoskeletal components of neoplastic cells is indeed an important factor in increasing the efficacy of SDT 25 . The present study also demonstrates that cholesterol depletion may be another method by which to further potentiate the ultrasonic sensitivity of neoplastic cells, as MeβCD-treated U937 cells are markedly sensitized to 40 kHz ultrasound.
While our sonication protocols have demonstrated marked antineoplastic activity in vitro, the current methodology is limited to work in culture and small vertebrate models that are able to fit in the vials used for sonication. We have shown that zebrafish can be safely sonicated using pulsed low frequency ultrasound (20 kHz) , and that their tolerance to chemotherapeutic agents is quantitatively comparable to doses tolerated by murine models 26 , suggesting that tumor-bearing zebrafish may be used in preliminary investigations to assess the in vivo antineoplastic activity of these protocols. Nevertheless, administering chemotherapeutic agents prior to sonication of mammalian models has been reported in the MHz range 1 , and such protocols can likely be extended to incorporate low frequency ultrasound, as well as cholesterol-depleting and cytoskeletal-directed agents.
Potential clinical applications of this form of SDT may involve extracorporeal blood sonication in which antineoplastic agents are administered intravenously (i.v.) prior to the blood being removed for sonication 25 . This method removes potential sound barriers posed by human anatomy, and may be an effective way to damage leukemic blasts, as well as metastases from solid tumors. It is also possible that cholesterol-depleting and cytoskeletal-directed agents could be used in HIFU protocols that are already being examined in the clinic in an attempt to improve the efficacy of this treatment modality.
The methods described in the present study are capable of assessing the value of potential sonosensitizers, and further system refinement may enhance this utility. However, there are many variables to be considered when using such ultrasonic devises, including power supply quality, acoustic foci, and individual variation among converters. Therefore, future research will focus on visualizing the sonic waves and understanding their influence on results. SDT has shown to enhance cell lysis in vitro and may prove to be clinically viable if more in vivo data in mammalian models are acquired. Experiments examining other potentially exploitable characteristics of malignant cells, as well as various combined modalities involving multiple agents and ultrasound continue in our laboratory.
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